
Wednesday and Thursday:  Vladimir Nagaslaev•
Friday:  Keith Gollwitzer•

On-call

<stacking rate> = 26.8 mA/hr•
<production> =  24.2 pbars/Mp•
<pot> =  8.51 Tp•

Stacking

Unstacked 490E10 in 55 transfers over 18 sets•
<efficiency>=96%•
96.&% if you take out the transfers were we didn't have ecool•

Transfers

We are going to do both the JASMIN shielding block work at AP0 and the AP1 temporary vacuum 
window installation in the PreVault Enclosure tomorrow (Wednesday) morning.   Run 
Coordinator, Operations and Rad Safety are all aware. Here are some details.

The JASMIN shielding block work will involve moving the South wall of the upper vault in order for 
the final keystone concrete block to be installed. Recall, on October 20th, the JASMIN shield 
blocks were installed, with the exception of the keystone block (see http://www-bd.fnal.gov/cgi-
mach/machlog.pl?nb=pts&action=view&page=385&anchor=235023&hilite=23:50:23- for details).

The AP1 vacuum work is to address a vacuum leak that started on October 11 (see http://www-
bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=267&anchor=125324&hilite=
12:53:24-) and was later found to be inside of the vault shielding wall in the downstream portion 
of the AP1 line (see http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10
&action=view&page=269&anchor=143349&hilite=14:33:49-). The AP1 line vacuum ends at a Be 
vacuum window a foot or two inside the shielding wall. Since then the downstream AP1 ion 
pumps have been running on the edge of their trip limit, and it is unclear how much longer we can 
run this way. Permanent repairs will involve removing some components close the shielding wall 
to remove the beam pipe that extends into the wall. This work will be done during a later 
shutdown period.  During tomorrows downtime, we will complete some temporary repairs that 
involve installing a new vacuum window in the downstream portion of the AP1 line between PQ8B 
and PV8T. Upstream of this window will be pumped back down to normal vacuum levels, and the 
short stretch of beam line (that has the leak) between this vacuum window and the Be window 
will be roughed. The roughing pump that will be used downstream of the vacuum window is too 
large and heavy to make it down the stairs of the PreVault enclosure, so we must lower it through 
the hatch. This means PreVault must go Supervised Access during this work. 

6:00am: Stacking beam is turned off. Shielding Block work begins at AP0, and cool-down for 
PreVault enclosure begins.

•

7:15am: PreVault cooldown should be complete as defined by G:RD2072 decaying to 400 
Cpm or less (see http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10
&action=view&page=269&anchor=081851&hilite=08:18:51- for data on the last cool-down).

•

So, how are we going to make this happen?  Below is a rough schedule.
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2010-10-27 Wednesday Morning Notes
Wednesday, October 27, 2010
6:00 AM

   Morning Summaries Page 1    

http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pts&action=view&page=385&anchor=235023&hilite=23:50:23
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pts&action=view&page=385&anchor=235023&hilite=23:50:23
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=267&anchor=125324&hilite=12:53:24
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=267&anchor=125324&hilite=12:53:24
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=267&anchor=125324&hilite=12:53:24
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=269&anchor=143349&hilite=14:33:49
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=269&anchor=143349&hilite=14:33:49
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=269&anchor=081851&hilite=08:18:51
http://www-bd.fnal.gov/cgi-mach/machlog.pl?nb=pbar10&action=view&page=269&anchor=081851&hilite=08:18:51


&action=view&page=269&anchor=081851&hilite=08:18:51- for data on the last cool-down).
7:30am: PreVault Rad Survey•
by 8:30am: PreVault Enclosure becomes Supervised Access.•
9:00am: Blocks pulled at AP0 to lower vacuum equipment into PreVault Enclosure.  •
End of day shift: PreVault blocks restored and search and secure of PreVault enclosure•
4pm - 6pm: Finishing up JASMIN shielding block work•
Evening shift: Back to stacking.•

Pbars stacked: 583.04 E10•
Time stacking: 23.40 Hr•
Average stacking rate: 24.92 E10/Hr•

Stacking•

Number of pulses while in stacking mode: 29028•
Number of pulses with beam: 26890•
Fraction of up pulses was: 92.63%•

Uptime•

Corrected time stacking: 21.68 Hr•
Possible average stacking rate: 26.90 E10/Hr•
Could have stacked: 629.40 E10/Hr•

The uptime's effect on the stacking numbers•

Pbars sent to the Recycler: 501.21 E10•
Number of transfers : 57•
Number of transfer sets: 18•
Average Number of transfer per set: 3.17•
Time taken to shoot including reverse proton tuneup: 00.20 Hr•
Transfer efficiency: 96.04%•

Recycler Transfers•

Average POT : 8.50 E12•
Average production: 25.50 pbars/E6 protons•

Other Info•

Numbers

Plots
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Plots
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